INTRODUCTION {#s1}
============

Measurements of muscle strength using a hand held dynamometer (HHD) are taken by an examiner who is holding the HHD or wearing it on the hand. Therefore, when the moment due to the force applied by the examiner is smaller than the moment of force due to the maximum muscular strength of the person, the value of the measurement is lower than the actual maximum muscle strength of the person[@r1]^)^.

Katoh et al.[@r1]^)^ examined the reliability of an isometric strength measuring method using a belt to compensate for the fixation of HHD (Belt-HHD) when measuring the strength of the hip joint, knee joint, ankle joint. In the measurement of isometric knee extension muscle strength using the Belt-HHD, the measured foot of the person is fixed with a belt to the pillar of the training bed where the person is sitting. Similarly, when measuring knee flexion muscular strength, the lower leg of the person is fixed by connecting it to the examiner's leg with a belt. Both knee extension and flexion muscle strength measurements, the length of the belt was adjusted and connected with a metal buckle ([Fig. 1](#fig_001){ref-type="fig"}Fig. 1.Method for fixing lower limb of measurement side in measurement of knee extension muscle strength using a hand-held dynamometer with a belt.).

The validity of muscle strength measurement by HHD is considered on the criterion basis of the measurement value by isokinetic dynamometer (criterion-related validity)[@r2],[@r3],[@r4],[@r5],[@r6],[@r7],[@r8],[@r9],[@r10],[@r11],[@r12]^)^. Most of them are examination of knee extension strength measurement. Katoh et al.[@r2]^)^ examined the validity of hip joint and knee joint muscle strength measurements using the Belt-HHD and reported that the Pearson's correlation coefficient between the Belt-HHD measurement and isokinetic dynamometer (IKD) measurement was 0.88 for knee flexion and 0.75 for knee extension. There was a significant difference between measurements obtained by the Belt-HHD and IKD. Therefore, the agreement between the value by isokinetic dynamometer and the value by HHD (and Belt-HHD) is open for examination. In measurement using conventional IKD (Conv-IKD), the back of the seat is inclined low, there is a backrest, and the trunk and pelvis are fixed to the seat with a belt. In Belt-HHD, the seat is horizontal, there is no backrest, and the trunk and pelvis are not fixed. Therefore, Belt-HHD measurements are likely affected by the fact that the pelvis rises during measurement, and the trunk cannot be held vertical. The effect is assumed to be affected when the people have high muscle strength such as young healthy adults and athletes. Therefore, in order to identify the cause of the difference in measurement value between the two, it is necessary to examine the difference due to the difference in slope of the seat surface, trunk, pelvis and thigh fixation, and measurement equipment. Conv-IKD is used to examine the influence of slope of the seat surface, and trunk, pelvis and thigh fixation. In the measurement using IKD, the measurment value when fixing the trunk etc. on the attached chair (Conv-IKD) is compared with the measured value when not fixing the trunk etc. by sitting on the mat table \[modified IKD (Mod-IKD)\]. In order to examine the influence of the measurement equipment, the measurement values measured by sitting on a mat table are used. Compare the measurement values using Belt-HHD and Mod-IKD.

The purpose of this study was to examine the agreement between Belt-HHD values and Conv-IKD values in isometric knee flexion and extension muscle strength measurements. Therefore, isometric knee flexion and extension strength measurements were measured by three methods: 1) Measurement using Belt-HHD, 2) Measurement using conventional IKD sitting on an attached chair (Conv-IKD), and 3) Measurement using modified IKD sitting on the same mat table as HHD (Mod-IKD). Then, by comparing the values of Belt-HHD and Conv-IKD, and Mod-IKD and Conv-IKD, the influence of seat inclination, trunk, pelvis and thigh fixation was examined. Also, the influence of the measuring equipment was examined by comparing the values of Belt-HHD and Mod-IKD.

PARTICIPANTS AND METHODS {#s2}
========================

Participants were 26 healthy young adults (16 males, 10 females) with a mean age of 21 years (SD=0.6 years). The average height of participants were 167.3 cm (SD=8.9 cm), and the average weight were 62.0 kg (SD=12.0 kg). The participants were students at Ryotokuji University and volunteered to participate in this research. The research Ethics Committee of Ryotokuji University approved this study (No. 2709), and informed consent was obtained from all participants both orally and in writing.

The isometric knee flexion and extension muscle strength of each participant's dominant foot (the leg used for kicking a ball) was measured by Belt-HHD, Conv-IKD, and Mod-IKD. Measurements were made by four male physical therapists. All measurements were made under the supervision and management of the main researchers. Measurements were not shared with a participant until all measurements were completed. The two types of muscle activity (knee flexion and extension) were measured in random order. In addition, the order of the three measurement methods (Belt-HHD, IKD, and Mod-IKD) was random. The equipment used for HHD was μTas F-1 (Anima Co., Ltd., Tokyo, Japan), and the system used for IKD was Biodex system 3 PRO (Biodex Medical Systems Inc., New York, NY, USA).

Isometric knee flexion and extension muscle force measurements were made with the knee joint at 90° flexion. For the Belt-HHD measurement, participants sat on the treatment bed, placing both arms on the side of the body and placing the femoral part parallel to the ground by placing a folded bath towel under the popliteal fossa. The height of the bed was set to the height at which the toe on the non-measured side touched the floor. The HHD sensor pad was placed on the distal part of the tibia. The lower end of the HHD sensor pad was adjusted to the height of the upper edge of the medial malleolus. The HHD sensor pad was applied on the anterior surface of the lower leg to measure knee extension and on the posterior surface of the lower leg to measure knee flexion. The sensor pad was affixed to the belt with a hook-and-loop fastener. Then, the HHD sensor was fixed to the participants using a belt. The belt was connected to the pillar of the treatment bed to measure knee joint extension strength and to the lower limb of the examiner to measure knee joint flexion strength. Participants performed knee extension or flexion contraction with maximum effort. However, since the articulation is deterred by the belt, a maximum voluntary isometric muscle strength value is obtained ([Fig. 2A, 2B](#fig_002){ref-type="fig"}Fig. 2.Methods of isometric knee flexion and extension muscle strength measurements. A: Knee flexion using by hand-held dynamometer and a belt. B: Knee extension using by hand-held dynamometer and a belt. C: Knee flexion and extension using by conventional isokinetic dynamometer. D: Knee flexion and extension using by modified isokinetic dynamometer.). The unit of measurement was Newton (N). The moment of force (Nm) was calculated by multiplying the measurement value (N) by the distance (m) from the center of the HHD sensor pad to the lateral cleft of the knee joint.

For Conv-IKD measurements, participants sat on a seat attached to the equipment, both arms were folded in front of the chest, and the trunk and pelvis were fixed to the seat using the attached belt ([Fig. 2C](#fig_002){ref-type="fig"}).

For Mod-IKD measurements, participants sat on the treatment bed, and both arms were placed on the side of the body (similar to Belt-HHD). Measurements were performed in a sitting position after the femoral part parallel to the ground, the knee joint was flexed 90°, lower limbs were relaxed without exerting strength by muscle contraction, and a bath towel was placed under the popliteal fossa of the side being measured. The height of the treatment bed was set to the height at which both feet of the participant leave the floor. ([Fig. 2D](#fig_002){ref-type="fig"}). Conv-IKD and Mod-IKD measurements were made in the isometric contraction mode, and the unit of measurement was Nm.

In each measurement, participants performed an isometric contraction exercise with maximum effort for 5 seconds, and the maximum strength during exercise was measured. After one practice, knee extension and flexion muscle strength were each measured twice; a 30-second break was provided after the practice and between each measurement. The larger value of the two measurements was used.

In addition, agreement between values was examined using Bland Altman analysis. R2.8.1 (CRAN, freeware) was used for statistical analysis, and the significance level was set at 1%.

RESULTS {#s3}
=======

The value of Mod-IKD was lower than that of Conv-IKD in isometric knee extension muscle strength measurements. Knee extensibility measurement showed a fixed bias of 55.8 Nm on average, and also a proportional bias of 32.1% difference on average. Males had an average of 77.4 Nm and females had an average of 21.3 Nm of fixed bias. The value using Belt-HHD was lower than Conv-IKD, and a fixed bias of 33.9 Nm was observed on average. Males on average had a fixed bias of 41.5 Nm, but females did not have a systematic bias. The value using Belt-HHD was higher than Mod-IKD, and a fixed bias of 22.0 Nm was recognized on average. Males had a fixed bias of 35.9 Nm on average. Females had lower Belt-HHD values, with an average deviation of 2.6% difference ([Tables 1](#tbl_001){ref-type="table"},[2](#tbl_002){ref-type="table"}Table 1.Isometric knee flexion and extension muscle values by 3 methodsActionsGendernMethodsMean (SD)\
\[Nm\]Knee extensionF and M26Belt-HHD158.0 (60.9)Mod-IKD136.3 (45.5)Conv-IKD191.9 (70.8)M16Belt-HHD193.2 (45.9)Mod-IKD157.8 (44.8)Conv-IKD234.8 (54.5)F10Belt-HHD101.6 (32.4)Mod-IKD101.9 (20.6)Conv-IKD123.2 (21.3)Knee flexionF and M26Belt-HHD67.9 (23.3)Mod-IKD81.4 (22.8)Conv-IKD81.3 (29.5)M16Belt-HHD80.1 (19.8)Mod-IKD94.2 (18.2)Conv-IKD98.3 (22.3)F10Belt-HHD48.4 (13.0)Mod-IKD61.0 (11.6)Conv-IKD54.0 (15.4)F: female; M: male; Belt-HHD: Measurement using a HHD and a belt; Conv-IKD: Measurement using the isokinetic dynamometer sitting on an attached chair (Conventional IKD); Mod-IKD: Measurement using isokinetic dynamomete sitting on a mat table (Modified IKD).Table 2.Results of the Bland-Altman analysisActionsGendernSystematic biasRandom biasFixed bias \[LOA (Nm)\]Proportional bias \[%difference\]Mesurement methodsMeanUpperLowerMeanUpperLowerMDC (Nm)Knee extensionConv-IKD--Belt-HHDM, F2633.9−15.082.7Conv-IKD--Mod-IKDM, F2655.8−10.8122.432.1−0.4122.4Belt-HHD--Mod-IKDM, F2622.0−36.780.6Conv-IKD--Belt-HHDM1641.5−2.385.4Conv-IKD--Mod-IKDM1677.420.5134.4Belt-HHD--Mod-IKDM1635.9−19.491.2Conv-IKD--Belt-HHDF1059.6Conv-IKD--Mod-IKDF1021.34.138.4Belt-HHD--Mod-IKDF10−2.6−13.78.4Knee flexionConv-IKD--Belt-HHDM, F2613.4−10.737.5Conv-IKD--Mod-IKDM, F26−3.5−26.419.6Belt-HHD--Mod-IKDM, F26−13.5−36.29.2Conv-IKD--Belt-HHDM1618.3−4.140.6Conv-IKD--Mod-IKDM1618.6Belt-HHD--Mod-IKDM16−14.1−36.88.6Conv-IKD--Belt-HHDF1022.3Conv-IKD--Mod-IKDF10−7.0−13.8−0.2Belt-HHD--Mod-IKDF10−12.6−19.8−5.4F: female; M: male; Belt-HHD: Measurement using a HHD and a belt; Conv-IKD: Measurement using the isokinetic dynamometer sitting on an attached chair (Conventional IKD); Mod-IKD: Measurement using isokinetic dynamomete sitting on a mat table (Modified IKD); LOA: limits of agreement; MDC: minimal detective change.).

The value of Mod-IKD was higher than that of Conv-IKD in isometric knee flexion muscle strength measurement, and a proportional error of 3.5% difference was recognized on average. Males did not have systematic bias, but females had a fixed bias of 7.0 Nm on average. The value using Belt-HHD was lower than Conv-IKD, and a fixed bias of 13.4 Nm was recognized on average. Males had an average of 18.3 Nm fixed bias, but females did not have a systematic bias. The value using Belt-HHD was lower than Mod-IKD, and fixed bias of 13.5 Nm was recognized on average. Males had an average of 14.1 Nm and females had an average of 12.6 Nm of fixed bias ([Tables 1](#tbl_001){ref-type="table"},[2](#tbl_002){ref-type="table"}).

DISCUSSION {#s4}
==========

In a previous study, a consensus was reached indicating the presence of a significant correlation between measurements of knee flexion strength and extension muscle strength using Belt-HHD and IKD (Conv-IKD)[@r2], [@r11], [@r12]^)^. However, in those studies, there were statistically significant differences between Belt-HHD and IKD (Conv-IKD) values for knee extension muscle strength. This study is novel in that the effects of seat inclination and trunk, pelvis and femur fixation were examined in terms of agreement with measured values using Conv-IKD and Belt-HHD. This study is also novel in that it uses Mod-IKD as the measurement method.

In the isometric knee extension muscle strength measurement, the value by Mod-IKD was lower than Conv-IKD, and fixed bias and proportional bias were recognized. The cause of the bias was considered to be the effect of fixing the trunk, pelvis, and thigh to a dedicated chair and the inclination of the seat in Conv-IKD. The bias was considered to be greater for subjects with greater muscle strength, or greater for men than women. In addition, the Belt-HHD value was low, the fixed bias was recognized, and similar effects were considered. Males had a fixed bias but females did not have a systematic bias. Therefore, it is necessary to modify the measurement method in order to improve the consistency between the Belt-HHD and Conv-IKD measurements in all participants. However, in previous studies, the validity of HHD or Belt-HHD values based on Conv-IKD has been reported. Therefore, comparison between Belt-HHD values is sufficiently possible.

In the isometric knee extension muscle strength measurement, the comparison results of Mod-IKD and Belt-HHD differed in male and female. The mat bed used and the measurement posture are the same for both measurement methods. Therefore, the cause of the gender difference in the result may be the effect of the device used or the difference in the pad applied to the measurement site. In the future, it is necessary to consider modification of the measurement method.

In the isometric knee flexion muscle strength measurement, the value by Mod-IKD was lower than Conv-IKD, and a proportional bias was recognized. In addition, the value using Belt-HHD was lower than Conv-IKD, and fixed bias was recognized. As these factors, in Conv-IKD, it was thought that the influence which fixed the trunk etc. to a chair and the inclination of the seat influenced. However, the bias for males and females was significantly different for both results. In order to increase the agreement between Belt-HHD and Conv-IKD measurements in all participants, it is necessary to modify the measurement method. In measurement of knee flexion, the buttocks are likely to shift forward and the measured value may be low. In the previous study[@r2]^)^, the correlation coefficient of the value using Belt-HHD based on IKD (Conv-IKD) was 0.49. Therefore, in the measurement using Belt-HHD, it was considered at least necessary to prevent the shift of the buttocks.

The value of Belt-HHD was lower than Mod-IKD in isometric knee flexion muscle strength measurement, and fixed bias was observed. However, because the posture and mat bed used were the same, this factor was considered to be different from the inclination of the seat and the fixation of the trunk. In addition, the conditions are the same for the shift of the buttocks. With Belt-HHD, the lower leg of the participant and the lower leg of the examiner were fixed by a belt. It was predicted that fixation of the lower leg, inclination of the lower leg (often inclined forward), and swelling or resilience of the sural region may affect fixation of the HHD sensor. Reconsideration of the fixing method with the belt is necessary for knee flexion. As a result, the value by Belt-HHD may further approximate the value by Mod-IKD. This will increase the agreement between the values of Belt-HHD and CONV-IKD. The present study is novel in that Conv-IKD and agreement between measured values of Belt-HHD are examined including factors of the difference. There is also novelty in that Mod-IKD is adopted as the measurement method.

From these facts, in the isometric knee muscle strength measurement using Belt-HHD for healthy young subjects, there is a problem in the agreement of the measurement values using Belt-HHD and Conv-IKD. In order to determine the value agreement, in knee extension, it is necessary to consider modification of the fixation method of the trunk, pelvis and thigh, modification of the application of the sensor pad, and modification of the sensor pad itself. In knee flexion, it is necessary to consider modification of the measurement method, including the method of fixing the belt.

If the agreement between the isometric knee flexion using Belt-HHD and the measured value of extension muscle strength and the value by Conv-IKD is improved, it is considered that the compatibility of the measured values is enhanced and it becomes a more useful index.
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